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Index Datum Änderung

Geräteliste komplett

Raumn
ummer Raumbezeichung Nr Geräte Titel Breite Tiefe Höhe

E - 230V CEE16A -
CEE 16-3 E - 230V 16A - T23

E - 400V CEE16A -
CEE16-5 E - EDV G - H2 G - He G - N2 V - V L - LF->CA L - Notiz

04 (7) AT- Probenvorb. 3 1 Balance  XP105 + Drucker 0.500 0.600 0.350 2
22 (02) MT- Lab 4 1 KS+4°C 0.600 0.600 1.800
23 (01) MT- Lab 5 1 KS+4°C 0.600 0.600 1.800
15 (28) AT- Ref. Raum 2 Balance  XP56 0.500 0.600 0.350 2
05 (2) AT- Probenvorb. 2 3 Balance AX504 + Drucker 0.500 0.600 0.350 2
01 (9) AT- Lab 1 4 Balance XS2002S + Drucker 0.500 0.600 0.100 2
05 (2) AT- Probenvorb. 2 6 Balance PM2000 0.550 0.600 0.600 1
17 (13) AT- Klimaschränke 13 Klimaschrank 1.200 0.900 1.800 1
17 (13) AT- Klimaschränke 14 Klimaschrank 1.100 0.800 1.700 1
17 (13) AT- Klimaschränke 15 Klimaschrank 1.100 0.800 1.700 1
02 (6) AT- Lab 2 16 LC/MS API4000 2.100 0.820 1.380 10 1 1 1 1
03 (11) AT- Lab 3 17 TDS-GC/MS + Liquid inj. 1.500 0.750 1.100 6 1 1 1 1
03 (11) AT- Lab 3 18 GC/MS Shimadzu QP2010 0.900 0.800 0.800 3 1 1 1 1
03 (11) AT- Lab 3 19 LC/MS LTQ 2.200 0.750 0.800 9 1 1 1 1
03 (11) AT- Lab 3 20 HPLC/UV 1100 0.450 0.600 1.100 6
02 (6) AT- Lab 2 21 GC/MS PolarisQ 1.200 0.900 1.000 6 1 1 1 1
02 (6) AT- Lab 2 22 HRMS GC/MS (Autospec Ultima) 3.100 1.250 1.500 6 1 1 1 1
03 (11) AT- Lab 3 23 TDS-GC/MS + Headspace 1.650 0.700 0.750 6 1 1 1 1
02 (6) AT- Lab 2 24 LC/MS API4000 2.400 0.820 1.600 10 1 1 1 1
03 (11) AT- Lab 3 25 HPLC/UV/FLD - 1100 0.450 0.600 1.100 6
02 (6) AT- Lab 2 26 GC/MS 5973 1.200 0.900 1.000 6 1 1 1 1
02 (6) AT- Lab 2 27 HPLC/UV - 1100 0.450 0.600 1.100 6
13 (26) AT- Probenlager 33 Kühlschrank 0.600 0.600 1.500 1
13 (26) AT- Probenlager 34 Tiefkühltruhe (freezer) 1.600 0.950 1.200 1
13 (26) AT- Probenlager 41 Gefrierschrank 0.800 0.800 1.800 1
13 (26) AT- Probenlager 43 Kühlschrank 0.600 0.600 1.500 1
13 (26) AT- Probenlager 44 Gefrierschrank 0.800 0.800 1.800 1
13 (26) AT- Probenlager 47 Gefrierschrank 0.800 1.100 2.250 1
02 (6) AT- Lab 2 56 Headspace GC-FID/ECD (Clarus 500) 1.300 0.560 0.900 6 1 1 1 1
03 (11) AT- Lab 3 57 GC/FID Varian - CP3800 0.950 0.650 1.100 3 2 1 1 1 1
02 (6) AT- Lab 2 58 GC-FID 1.200 0.700 1.100 3 1 1 1 1
06 (1) AT- Probenvorb. 1 63 Balance AT261 + drucker 0.500 0.600 0.350 2
06 (1) AT- Probenvorb. 1 64 Balance PM2000 0.400 0.500 0.100 1
06 (1) AT- Probenvorb. 1 68 Wasseranlage 0.500 0.500 0.800 1
02 (6) AT- Lab 2 69 GC/MS Polaris Q 1.200 0.900 1.000 6 1 1 1 1
03 (11) AT- Lab 3 70 HPLC/UV/FLD - 1100 0.450 0.600 1.100 6
03 (11) AT- Lab 3 71 HPLC/UV - 1100 0.450 0.600 1.100 6
08 (08) AT- Probenvorb. 4 72 Geschirspühlmaschiene OH 0.900 0.650 0.850 1
15 (28) AT- Ref. Raum 74 Kühlschrank 0.600 0.600 1.500 1
15 (28) AT- Ref. Raum 75 Kühlschrank 0.750 0.700 1.700 1
15 (28) AT- Ref. Raum 78 Kühlschrank 0.600 0.600 1.500 1
02 (6) AT- Lab 2 82 HPLC/UV/ECD - 1100 0.450 0.600 1.100 6
09 (24) AT- Lab 4 83 Memmert 0.600 0.700 0.700 1
05 (2) AT- Probenvorb. 2 84 Lyophilisator 0.800 0.700 2.300 2
02 (6) AT- Lab 2 86 LC/MS UPLC  TQD - Acquity 0.800 1.000 1.100 6 1 1 1 1
02 (6) AT- Lab 2 88 Prep-LCMS 2.300 1.000 1.100 9 1
02 (6) AT- Lab 2 89 LC/MS ZMD - Acquity 2.000 0.800 1.000 6 1 1 1 1
09 (24) AT- Lab 4 91 3100 FT-IR 0.700 0.700 0.600 1 1
08 (08) AT- Probenvorb. 4 92 Lambda 950 UV/VIS 1.200 0.800 0.600 2 1
09 (24) AT- Lab 4 93 Raman 1.600 0.900 0.600 7
09 (24) AT- Lab 4 95 7000 FT-IR 1.300 0.800 0.600 7 1
08 (08) AT- Probenvorb. 4 96 Halogentrockner 0.500 0.500 0.300 1
09 (24) AT- Lab 4 104 PM200 0.200 0.350 0.100 1
09 (24) AT- Lab 4 105 RGA 300 0.700 0.700 1.000 1
09 (24) AT- Lab 4 106 REM /SEM 3.000 3.000 2.000 2 1 1
10 (12) AT- Technik 5 106-107 Pumpen für TEM und SEM 1.200 0.500 1.000 4 Abluft
11 (8) AT- Lab 5 109 TEM 3.500 3.000 1.500 1 1 1
09 (24) AT- Lab 4 111 Axioplan2 0.600 0.600 0.600 4
09 (24) AT- Lab 4 113 Raster-Kraft-Mikroskop (RKM) 0.700 0.700 0.600 3
11 (8) AT- Lab 5 114 SCD005 0.500 0.800 0.400 3 1
11 (8) AT- Lab 5 115 SCD005 1.200 0.750 0.700 2 1
09 (24) AT- Lab 4 120 Spin-coater KW-4A 0.250 0.300 0.300 1
08 (08) AT- Probenvorb. 4 121 Centrifuge 0.700 0.600 0.600 2
09 (24) AT- Lab 4 122 Ultracut S 1.200 0.700 0.600 3
09 (24) AT- Lab 4 123 Feed Indication 0.400 0.600 0.350 1
09 (24) AT- Lab 4 124 HM360 0.500 0.600 0.600 1
08 (08) AT- Probenvorb. 4 127 Salvis 0.800 0.900 0.600 3 1 1
03 (11) AT- Lab 3 130 TDU-GC/MS 1.100 0.750 1.100 6 2 1 1 1 1
06 (1) AT- Probenvorb. 1 131 Turbovap 0.600 0.400 0.400 1 1
01 (9) AT- Lab 1 132 Turbovap 0.600 0.400 0.400 1
03 (11) AT- Lab 3 133 Oven (GC oven) 0.700 0.550 0.500 1
05 (2) AT- Probenvorb. 2 135 High Temp Oven (for Glass) 0.800 0.850 0.750 1
01 (9) AT- Lab 1 137 Turbovap 0.600 0.400 0.400 1
03 (11) AT- Lab 3 139 Oven (GC oven) 0.700 0.550 0.500 1
09 (24) AT- Lab 4 148 NMR DPX 300 2.800 3.000 3.000 1 8 1 1 1
08 (08) AT- Probenvorb. 4 152 Elgasonic 0.700 0.400 0.500 2
09 (24) AT- Lab 4 154 Union 0.300 0.200 0.150 1
10 (12) AT- Technik 5 164 Sonorex 0.300 0.200 0.300 1
03 (11) AT- Lab 3 166 HPLC/UV/ECD - Ultimate 3000 0.700 0.600 1.100 3
03 (11) AT- Lab 3 167 Oven (Trocken/Wärmeschrank) 1.000 0.800 0.800 4
04 (7) AT- Probenvorb. 3 168 ASE extracktor + Controller 0.950 0.700 0.600 1 1 1
05 (2) AT- Probenvorb. 2 185 Vacuum Zentrifuge 1.600 0.700 0.500 3 1
10 (12) AT- Technik 5 186 VSE2000-120 (Laminar flow) 1.350 0.900 1.800 2
03 (11) AT- Lab 3 187 HPLC/UV 1100 0.450 0.600 1.100 6
15 (28) AT- Ref. Raum 192 Gefrierschrank GB70 0.700 0.800 2.200 1
02 (6) AT- Lab 2 193 LC/MS QTOF 2.300 1.000 3.000 6 1 1 1 1
03 (11) AT- Lab 3 194 GC/MS 5977 (new) 1.100 0.700 1.000 6 1 1 1 1
08 (08) AT- Probenvorb. 4 200 Laminarkapelle SKAN 1.300 0.900 2.500 3 1 Abluftfestanschluss
08 (08) AT- Probenvorb. 4 201 Laminarkapelle SKAN 1.300 0.900 2.500 3 1 Abluftfestanschluss
06 (1) AT- Probenvorb. 1 204 Wasserbad 0.900 0.700 0.500 1
15 (28) AT- Ref. Raum 206 Kühlschrank 0.600 0.600 1.500 1
01 (9) AT- Lab 1 211 Rotavap 1.200 0.700 1.000
21 (5) MT- Material Lager / Werkstatt 300 Spectro 0.600 1.000 1.500
21 (5) MT- Material Lager / Werkstatt 302 Dis 0.600 0.500 1.500
21 (5) MT- Material Lager / Werkstatt 303 Tisch Schleifen 1.200 0.750 1.500
21 (5) MT- Material Lager / Werkstatt 304 Lista-Möbel tief 1.600 0.900 0.900
21 (5) MT- Material Lager / Werkstatt 305 Tisch Bohren 0.750 1.100 1.700
19 (04) MT- Lab 2 306 Klimaschrank 1.800 1.000 2.000
19 (04) MT- Lab 2 307 Montage 1.100 0.500 0.500
19 (04) MT- Lab 2 308 Zug-Prüfung 1.600 1.000 1.800
19 (04) MT- Lab 2 309 Waage / pH 0.500 0.700 0.500
19 (04) MT- Lab 2 310 Haube DSC 0.500 0.700 0.500
23 (01) MT- Lab 5 311 Elektro-Chemie 0.700 0.700 0.500
19 (04) MT- Lab 2 312 Mikroskopie diverses 4.500 0.700 0.500
18 (05) MT- Lab 1 313 Voetsch 1.000 1.500 2.000
18 (05) MT- Lab 1 314 -70°C TK? 1.000 1.500 2.000
18 (05) MT- Lab 1 315 Kestern ? 1.500 1.000 2.000
23 (01) MT- Lab 5 316 Waage 0.500 0.700 0.300
23 (01) MT- Lab 5 317 Stereo Lupe 0.800 0.700 0.600
23 (01) MT- Lab 5 318 Rüttler 0.500 0.700 0.300
06 (1) AT- Probenvorb. 1 319 Trockenschrank 60cm 0.600 0.600 0.850 1
23 (01) MT- Lab 5 319 2 Binder, 2 BioConcept, 4 Salvis, 2 Salvis Vakuum 5.500 0.700 0.900
05 (2) AT- Probenvorb. 2 320 Trockenschrank 60cm 0.600 0.600 0.850 1
04 (7) AT- Probenvorb. 3 xx KS+4°C 0.600 0.600 0.850
06 (1) AT- Probenvorb. 1 xx KS+4°C 0.600 0.600 0.850 1
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